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Detection of gravitational waves from astrophysical sources remains one of the most challenging
problems faced by experimental physicists. A significant limit to the sensitivity of future long-
baseline interferometric gravitational wave detectors is thermal displacement noise of the test mass
mirrors and their suspensions. Suspension thermal noise results from mechanical dissipation in the
fused silica suspension fibers suspending the test mass mirrors and is therefore an important noise
source at operating frequencies between ∼10 and 30 Hz. This dissipation occurs due to a combi-
nation of thermoelastic damping, surface and bulk losses. Its effects can be reduced by optimizing
the thermoelastic and surface loss, and these parameters are a function of the cross sectional dimen-
sions of the fiber along its length. This paper presents a new apparatus capable of high resolution
measurements of the cross sectional dimensions of suspension fibers of both rectangular and circular
cross section, suitable for use in advanced detector mirror suspensions. © 2011 American Institute of
Physics. [doi:10.1063/1.3581228]
I. INTRODUCTION
Long baseline interferometers are used to search for the
effects of gravitational waves from astronomical sources by
sensing the relative displacements of mirrors suspended as
pendulums at the ends of perpendicular interferometer arms.
Typical midrange detection band frequencies are ∼10–500
Hz, where an important limit to displacement sensitivities is
set by thermal motion of the test masses and their suspension
elements. Pendulum suspensions are used to isolate the test
mass mirrors from the effects of seismic noise.1 Mechanical
dissipation in these suspensions, together with dissipation in
the test mass mirrors gives rise to thermal displacement noise2
the magnitude of which can be calculated through application
of the fluctuation–dissipation theorem.3, 4 The thermal noise
in the suspension elements is most significant in the band
between 10 and 30 Hz.5 By using materials with very low
mechanical dissipation, the suspension thermal noise at these
frequencies can be reduced. The current material of choice
is fused silica, which has been demonstrated to have suit-
ably low loss, permitting a significant reduction in the thermal
noise contributed from the pendulum mode of the suspension
as compared to use of metal wire suspensions.6–13
Currently, several first generation interferometric grav-
itational wave detectors worldwide have completed data
taking runs operating at, or close to, their design sensitivities,
including the (LIGO) network,14 the Virgo detector,15, 16 the
GEO600 detector,17, 18 and the TAMA instrument.19 GEO600
was the first to employ ultra low loss quasimonolithic fused
silica suspensions in its design.20 It employs three stage
a)Author to whom correspondence should be addressed. Electronic mail:
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mirror suspensions, and was the first detector where the
final stage test masses are suspended using four fused silica
fibers which are welded to small fused silica attachment
pieces (“ears”). These ears are attached to the sides of the
test mass by hydroxide–catalysis bonds.21, 22 The LIGO
and Virgo detectors use fused silica mirrors which are
suspended with steel suspension wires that have mechanical
loss factors several orders of magnitude greater than fused
silica.12, 23
Forthcoming upgrades of the LIGO network to the “Ad-
vanced LIGO” system will introduce quasimonolithic silica
suspensions similar to those used in GEO600, but on a larger
scale, with 40 kg masses suspended from circular cross sec-
tion fused silica fibers as shown in Fig. 1.24 Silica suspensions
are also being used in ongoing upgrades to Virgo.25 Rectan-
gular cross section fibers were also considered for use in ad-
vanced detectors and future detectors may utilize rectangular
cross section fibers.8, 9, 13, 26
Previous analyses of fused silica fibers used in
suspensions27–32 have shown that the dimensions of suspen-
sion fibers, and in particular variations in the cross section of
the fibers along their length, can strongly influence the dissi-
pation associated with the pendulum mode of a suspension.
Therefore accurate dimensional characterization of suspen-
sion fibers is required to allow the prediction of suspension
thermal noise. Additionally, for the Advanced LIGO detector
system, suspension fibers are required to have a tolerance of
±2.8% in vertical stiffness set by the maximum 20 mrad range
of the mirror steering actuators.33, 34 This yields a required
cross sectional dimensional tolerance of ±1.9% in fiber di-
ameter along the fiber length33—therefore any dimensional
characterization device is required to be able to measure fiber
dimensions to within this tolerance. This paper describes the
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FIG. 1. (Color online) Advanced LIGO lower suspension stage showing the
monolithic portion and one of two upper metal masses.
design and function of a new apparatus developed to fulfill
this requirement.
II. DISSIPATION IN MIRROR SUSPENSION FIBERS
Dissipation at some angular frequency, ω, is charac-
terized by the mechanical loss, φ(ω) of a material.2 The
mechanical loss of a suspension fiber, φfiber(ω), can typi-
cally be expressed as the sum of three loss components—a
frequency dependent loss φbulk(ω) associated with the bulk
material making up the fiber,35 a component from loss arising
at the fiber surface φsurface often assumed to be frequency
independent,36 and a frequency dependent thermoelastic
loss component, φthermoelastic(ω).37 The total loss is given
by30
φfiber (ω) = φsurface + φbulk (ω) + φthermoelastic (ω) . (1)
For thin suspension fibers where the surface to volume
ratio is very large φbulk(ω) is negligible. The dominant loss
contributions are therefore φsurface and φthermoelastic(ω). For a
circular cross section fiber the thermoelastic loss is given by32
φthermoelastic (ω) = Y T
ρC
(
α − σo βY
)2 (
ωτ
1 + (ωτ )2
)
. (2)
with
τ = 1
4.32π
ρCd2
κ
(3)
with τ being the characteristic time for heat to travel from
one side of the fiber to the other, Y is the Young’s modulus of
the fiber, C is the specific heat capacity of the material, κ is
its thermal conductivity, ρ is its density, α is the coefficient of
linear thermal expansion, σ o is the static stress in the fiber due
to the suspended load, β = 1Y dYdT is the thermal elastic coeffi-
cient, T is the temperature, and d is the diameter of the fiber.
Fused silica has a β value which is positive,32, 38 meaning
that thermoelastic loss can be reduced by application of an
‘Neck’ section
Thin
fiber
Larger cross section end 
for welding
FIG. 2. (Color online) Prototype Advanced LIGO fiber end.
appropriate static stress, and in principle nulled entirely when
σo = αY
β
. (4)
For a given suspension payload there is therefore an opti-
mal fiber cross section for minimizing pendulum mode loss
by nulling thermoelastic noise. Advanced LIGO is one of
the advanced detectors whose suspensions aim to use this
phenomenon to minimize mechanical dissipation by use of
“dumbbell” fibers with dimensions of 800 μm at the fiber
ends where most bending occurs.30, 39 This 800 μm section
allows cancellation of thermoelastic noise for a nominal static
loading of 97.1 N, per fiber. The central section of the fiber is
designed to be thinner at 400 μm diameter to keep the vertical
frequency of the suspension lower than 10 Hz and therefore
outwith the detection band; and raise the violin mode frequen-
cies to ∼500 Hz.24
Current fiber production methods involve drawing fibers
from heated fused silica rods or slides of a larger cross sec-
tion than the resulting fiber.40 The fiber ends therefore have
a tapered “neck” section as shown in Fig. 2, increasing in di-
mension to a larger cross section (typically a few millimeters
in diameter) which is more suitable for welding to the silica
ears bonded to the sides of the test mass. Typically, this neck
is between 5 and 15 mm in length.40
As described in Refs. 27 and 30 some elastic energy can
be stored in this neck region in a test mass suspension mean-
ing that some thermoelastic loss will occur in this area of the
fiber since the dimensions differ from that required for nulling
thermoelastic loss. Quantifying this loss is important for char-
acterizing detector performance.30 Hence, accurate measure-
ments of the dimensions of a fiber are crucial for calculating
performance and providing feedback to optimize the produc-
tion process.30
The effect of surface loss on suspension performance is
also dependent on the dimensions of the fiber used, and for a
circular fiber the contribution of surface loss to the total fiber
loss is given by13
φsurface fiber = 8hφsd , (5)
where hφs is the product of the mechanical loss of the sur-
face of the material, φs, and depth, h, over which surface loss
mechanisms are believed to occur. Again, knowledge of the
fiber dimensions is necessary to quantify accurately the con-
tribution of surface loss.
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The mechanical loss of a full pendulum suspension,
φpendulum can be shown to be41
φpendulum (ω) ≈ φfiber (ω) kfiberkgravity , (6)
where kfiber is the suspension fiber spring constant due to the
material elasticity, and kgravity is the effective spring constant
arising from gravity. The ratio of elastic and gravitational
spring constants is the pendulum dilution factor, D, and is also
dependent on the fiber cross sectional dimensions,41
D ≈ kgravity
kfiber
= 16mgl√
FYπd4
, (7)
where m is the pendulum mass, l is the pendulum length, and
F is the tension in the pendulum suspension fiber.
It is therefore clear that all aspects of the suspension ther-
mal noise depend on the fiber cross sectional dimensions.
Quantifying these dimensions is crucial for characterizing
these aspects of the fiber’s mechanical dissipation, allowing
optimization of the fibers to be used in advanced and future
gravitational wave detectors.
III. DESCRIPTION OF HARDWARE
The fiber dimensional characterization machine com-
prises an imaging head mounted on a motorized traveling car-
riage and ball screw tower, with clamping fixtures top and
bottom to hold the fiber as shown in Fig. 3.
Vertical ball 
screw unit
Cartridge holding 
silica fiber
Drive motor and 
gearbox
Moving carriage 
containing cameras 
and lighting
Upper cartridge 
holder
Lower cartridge 
holder
FIG. 3. (Color online) Rendering of the dimensional characterization ma-
chine showing main components.
Mounted on the carriage are two identical orthog-
onal cameras (Unibrain Fire-i Digital Board Camera,
Monochrome, part #2057),42 with lenses chosen such that
one camera has high linear magnification of 6.15, and one
has low linear magnification of 1.75. The different magnifi-
cations were chosen to obtain the optimum resolution in the
measurement of the different regions of the fiber. The low
magnification camera is able to measure the dimensions of
the thicker ends of the necks and the thinner central section
can be studied by the higher magnification camera. This con-
figuration also permits the measurement of rectangular cross
section fibers more easily. The low magnification camera is
mounted on the bed of the carriage with the higher magnifi-
cation camera perpendicular to this as shown in more detail
in Fig. 4. Additional depth of field is also gained on the high
magnification camera by use of an aperture size of ∼0.75 mm,
giving f-number of f/11. This ensures there is sufficient depth
of field that both edges of the fiber are in focus for this cam-
era. The pixel resolution of each camera is 640 × 480, and
with the two different magnification lenses the measurement
resolution attained by the two cameras are 9.6 μm per pixel
for the low magnification camera, and 1.6 μm per pixel for
the high magnification camera.
Diffuse backlighting is provided using high intensity
630 nm red “Lumiled” Luxeon Star 350 mA light-emitting
diodes (LEDs),43 whose lens is removed and replaced with a
teflon diffuser to give a diffuse background light. These LED
backlights are also mounted on the carriage so they travel with
the cameras. One backlight is hinged to allow the fiber to be
easily removed.
Travel of the carriage along the fiber is measured using
a magnetic linear position encoder with 0.1 mm resolu-
tion [Siko MSK320 (Ref. 44)] mounted to the rear of the
carriage.
Fibers are produced by a CO2 laser based pulling
machine.40 Once produced, the fibers need to be handled with
care, and the section of the fiber that is used in the detec-
tor suspension must not be touched. Any contact with the
fiber risks introducing microcracks to the fiber surface which
can compromise strength.45–47 Therefore a robust method for
transportation and handling of fibers between laser pulling
machine and dimensional characterization machine was re-
quired. To meet this demand, a “cartridge” system that inter-
faces with both machines was developed as shown in Fig. 5.
Cylindrical metal holsters are attached to the ends of the fibers
before pulling with an epoxy adhesive to allow the fiber to be
handled latterly without the cartridge. These attach into metal
cube clamps, which interface with the pulling machine and
are braced with angle section bars to form the rigid cartridge
that holds the fiber in light tension after pulling. Use of dif-
ferent length bracing bars allows accommodation of fibers of
any length.
Cartridges can be transferred between pulling machine
and dimensional characterization machine, with the ends of
the clamps engaging into circular bearings on the dimensional
characterization machine as shown in Fig. 6. The clamping
fixtures at the top and bottom also have adjustability built
in to allow coarse positioning of the cartridge relative to
the cameras. Fine positioning and focus of the cameras is
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FIG. 4. (Color online) Dimensional characterization machine imaging head showing orthogonal camera setup and backlighting configuration.
Cube clamps
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Fiber
Metal holster 13 mm 
diameter
50 mm square 
footprint
Circular cutout for 
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bearings on 
characterisation 
machine
FIG. 5. (Color online) Fiber cartridge system used to transport fibers between pulling and characterization machines (shortened length version shown for
clarity).
(a) (b)
Attachment 
bearings
Course position 
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onto the cartridge 
end
Rotational 
adjustment
FIG. 6. (Color online) Cartridge clamp interfaces at (a) bottom (b) top of dimensional characterization machine.
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FIG. 7. (Color online) Typical observed image of a circular cross section fiber neck. The central lighter region occurs due to backlight being transmitted through
the fiber.
accomplished using translation stages mounted on the bases
of the cameras themselves as previously discussed and shown
in Fig. 4.
IV. MEASUREMENT SOFTWARE
A custom National Instruments LABVIEW pro-
gram is used to control the machine and perform the
measurements,29, 48 via a LabJack U12 USB data acquisition
card.49 The program uses contrast edge detection to deter-
mine the position of the fiber’s outside edges as shown in
Fig. 7. The program employs two modes of operation; the
first mode is used for the fiber neck regions, where an edge
detection measurement is performed on every row of pixels
of the image. The camera head moves up by less than the
field of view of the camera automatically once measurements
are taken on one image and repeats this process, giving mea-
surements along the fiber neck length. These measurements
are then automatically stitched together by the program with
any overlap taken into account, and give both the width and
thickness (from the independent orthogonal cameras) along
the length of the neck region.
Along the central thin section of the fiber a second mode
of operation is employed where measurements are taken at
user defined intervals along the ribbon length, typically every
5 to 10 mm. This permits the dataset for a fiber to be kept to
a manageable size. Averaging over multiple pixels for a short
length of fiber can also be employed (typically ∼20 pixels).
No interference between the orthogonal light sources occurs,
so in both modes of operation the program operates simulta-
neously on the images captured from the two cameras, with
the measurement, calculation and recording taking less than
1 s per image. Measurement of a full 60 cm fiber typically
takes 15–20 min, the majority of this time being taken up with
focusing and movement between measurement points.
A typical dimension profile of a suspension fiber suitable
for use in advanced gravitational wave detectors is shown in
Fig. 8.
In addition, the neck region scan also measures the po-
sition of both edges of the fiber, referenced from the edge of
FIG. 8. (Color online) Typical full fiber profile as obtained directly from the dimensional characterization machine, of a suspension fiber suitable for use in
advanced gravitational wave detectors, pulled using the CO2 laser pulling machine.40 The plot shows high resolution measurements taken in the neck region of
the fiber and lower resolution measurements taken in the midsection. Inset plot shows in more detail the high resolution scan of shaded area containing the first
neck region of the fiber, with 800 μm dumbbell section to minimize thermoelastic loss.
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Edge 1
Edge 2
FIG. 9. (Color online) Scan of the edge position of a fiber end for illustrative purposes, showing the effect of a slight misalignment that has occurred during
production.
the image obtained from the cameras. This dimensioned shape
profile gives a method of quantifying any axial misalignment
of the fiber neck relative to the larger cross section weld re-
gion, giving information that can be used to make quantified
adjustments of the fiber pulling process. A neck edge scan of
a misaligned fiber is shown in Fig. 9.
Errors in the measurements are small compared to the
dimensions being measured. A systematic error can be intro-
duced in the calibration of the machine with the limitation
coming from the accuracy in knowledge of the dimension
of the calibrating device. Calibration is therefore undertaken
with slip gauges, ensuring that it is not the limiting factor.
Typically these are of dimension 1000 ± 1 μm for the low
magnification camera, therefore meaning the systematic error
due to the accuracy of the calibration device is of the order of
1 μm (0.1%). Additionally, slip gauges showed that the geo-
metric distortion due to the quality of the lenses was less than
0.4%.
The spread in measurements is seen due to focusing is
observed to be 0.25% in fiber diameter for the low magnifi-
cation camera and 1% in the fiber diameter for the high mag-
nification camera if repeated measurement on the same fiber
is undertaken. This random error occurs due to small varia-
tions in the edge detection measurement from small ambient
lighting fluctuations.
Typically the measurements from the high magnification
camera are taken for the thin section of the fiber, and the low
magnification camera measurements used for the thicker fiber
ends where a greater field of view is required. For a 400 μm
diameter fiber, quadrature sum of the errors from the high
magnification camera yields a total error of 1.15%. For an
800 μm fiber section, the quadrature sum of the errors from
the low magnification camera is 1.29%. Therefore the appa-
ratus allows fibers outwith the 1.9% diameter requirement for
Advanced LIGO to be identified from the resultant profiles.
Should additional accuracy be required, repeated measure-
ment runs along a given fiber can be conducted and measure-
ments averaged; though with the observed errors present, this
has not proved necessary in practice. Comparison of violin
mode frequencies of LIGO fibers with FEA models made us-
ing dimensional data from the characterization machine have
demonstrated excellent agreement, to within 0.4%,50 giving
additional verification of the accuracy of the apparatus.
The ability to profile fibers using this dimensional char-
acterization machine will permit dimensions of real fibers to
be incorporated into finite element models of mirror suspen-
sions (as studied for analytical shapes in Ref. 30) allowing
suspension thermal noise calculations to be undertaken for the
first time using real suspension elements, allowing prediction
of the performance of these elements in future gravitational
wave detector mirror suspensions.
V. CONCLUSIONS
Suspension thermal noise in the advanced detectors will
be directly dependent on the dimensions of the fibers used to
suspend the mirrors. Accurately quantified fused silica fiber
dimension profiles are therefore of great importance for at-
taining improved thermal noise performance at low frequency
in advanced interferometric gravitational wave detectors. An
apparatus suitable for measurement of either rectangular or
circular cross section fibers has been demonstrated in this pa-
per. A duplicate apparatus was installed at the LIGO LASTI
test facility at MIT and was used to check the dimensional
quality of fibers used in constructing the first Advanced LIGO
noise prototype suspension. This has subsequently been relo-
cated to the LIGO Hanford Washington detector site, in readi-
ness for continued use in checking the quality of suspension
fibers produced for suspensions that will be used in upgrade
of the LIGO detector network to Advanced LIGO.
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